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pyrometer vert no 38,channel 214

pyrometer hor. no 37 .channel 215
FPlassering av termoelementer
- Tilgjengelig 8¥014 , for 2 stk pyrometre og hastighetsfoler.
termocou 1

type T air velocity channel 212
1 2 3 4 5

L

109 R 7 6

16 1718 19P0

2122 23 24125

26 27 28
® air velocity channel 213

Tilgjengelig 4%0.22 for hastighetsmaler

29

ID Position Type ID Position Type
101 1 (panel) Temperature 201 21 (panel) Temperature
102 2 Temperature 202 22 Temperature
103 3 Temperature 203 23 Temperature
104 4 Temperature 204 24 Temperature
105 5 (wall) Temperature 205 25 (wall) Temperature
106 6 (wall) Temperature 206 26 Temperature
107 7 Temperature 207 27 Temperature
108 8 Temperature 208 28 Temperature

109 9 Temperature 209 29 (inlet) Temperature
110 10 (panel) Temperature 210

111 11 (panel) Temperature 211

112 12 Temperature 212  Airspeedtop ms
113 13 Temperature 213 Airspeed bottom ms
114 14 Temperature 214 Radiation vert kWm2
115 15 (wall) Temperature 215 Radiation hor  kWm2
116 16 (panel) Temperature 216

117 17 Temperature 217

118 18 Temperature 218 Hatch position Percent
119 19 Temperature 219 Wind speed ms

120 20 (wall) Temperature 220

121 Output kW kW 221
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